Evaluation of REMEDi HS in the diagnosis of dimethoate poisoning.
The authors describe the evaluation of an automated rapid emergency drug profiling system (REMEDi HS), which is designed for clinical toxicology and therapeutic drug monitoring, in a severe case of dimethoate poisoning. Successful qualitative and quantitative determination of dimethoate in diluted serum samples was achieved. The authors found that dimethoate serum concentrations were properly measured with the REMEDi method and well correlated with gas chromatography-mass spectrometry. The results provide evidence that besides screening and rapid estimation of drug concentrations in human fluids, this system is a suitable tool in cases of symptomatic dimethoate poisoning.